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S1O(K)-E-CUBE 9

510(k) Summary

In accordance with 210FR807.92, the following summary of information is provided;

Date Jan 51h 2012

Submitter: ALPINION MEDICAL SYSTEMS Co., Ltd.
Address: 1,6 and 7FL, 222-22, Guro-dorig, Guro-gu, Seoul, 152-
848, Korea Republic

Primary Contact Person Donghwan Kim
QARA Manager
Address: 1,6 and 7FL, 222-22, Guro-dong, Guro-gu, Seoul, 152-
848, Korea Republic
Phone: +82 70 7465 2068
Fax: +82 2 851 5594
Email: donghwan.kim~alpinion.com

Secondary Contact Yuchi Chu
Person Address: Suite 229, 10604 NE 38th Place, Kirkland, WA 98033,

United States
Phone: 425 949 4907
Fax: 425 949 4908
Email: ychu@alpinionus.com

Device Trade Name: E-CUBE 9

Common/Usual Name: Ultrasonic Pulsed Doppler Imaging System

Classification Names System, Imaging, Pulsed Doppler Ultrasonic

Product Code: Ultrasonic Pulsed Doppler Imaging System, 21CFR 892.1550 90-
IYN
Ultrasonic Pulsed Echo Imaging System, 21CFR 892.1560, 90-IYO
Diagnostic Ultrasound Transducer, 21CFR 892.1570, 90-ITX

Predicate Device(s) K060993 LOGIC P5/AS Diagnostic Ultrasound System
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S1O(K)-E-CUBE 9

Device Description: E-CUBE 9 product is an ultrasound imaging system for medical
diagnosis. This product can be used for the applications of
abdominal, obstetrics, gynecology, small padts, cardiology, vascular,
etc.
The system platform provides optimal patient diagnosis workflow
with the wide flat panel display, ergonomic control panel with easy
user interface, optimal image quality

Indications For Use: The device is intended for use by a qualified physician for the
evaluation of soft tissue and blood flow in the clinical applications,
Fetal; Abdominal (renal & GYN/pelvic); Pediatric; Small Organ
(breast, testes, thyroid); Trans-rectal(TR); Trans-vaginal(TV);
Musculo-skeletal(Conventional); Musculo-skeletal (Superficial);
Cardiac (adult & pediatric); Peripheral Vascular (PV); and Urology
(including prostate).

Technology: F-CUBE 9 employs the same fundamental scientific technology as
its predicate device.

Determination of Summary of Non-Clinical Tests:,

Subsantal quialece:E-CUBE 9 has been evaluated for biocompatibility, acoustic output
as well as thermal, electrical, electromagnetic, and mechanical
safety, and has been found to conform to applicable medical device
safety standards. E-CUBE 9 and its application comply with
voluntary standards as detailed in this premarket submission. The
following quality management system measures were applied to the
development of E-CUBE 9:

*Medical Device Risk Management
* Requirements Reviews

" Design Reviews
* Component Verification

* Integration Review (System Verification)
* Performance Testing (System Verification)
*Safety Testing (Compliance Test)
* Design Validation

Transducer materials and other patient contact materials are
biocompatible.

Summary of Clinical Tests:

The subject of this premarket submission, E-CUBE 9, did not require

clinical studies to support substantial equivalence.

Conclusion: Alpinion Medical Systems Co., Ltd. Considers E-CUBE 9 to be as
safe, as effective, and performance is substantially equivalent to the
predicate device.

ALPINION MEDICAL SYSTEMS Co., Ltd. will update and include in this summary any other
information deemed reasonably necessary by the FDA or the requirements will be published in
guidance documents.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

o4 Food and Drug Administration
'VdH~t10903 New Hampshire Avenue

Silver Spring, MD 20993

Alpinion Medical Systems Co., Ltd.
% Mr. Yuchi Chu MAR. 162012
Correspondent
AUS Co., Inc.
10604 NE 38 1hPlace, Suite 229
KIRKLAND WA 98033

Re: K120060
Trade/Device Name: E-CUBE 9
Regulation Number: 21 CFR 892.1550
Regulation Name: Ultrasonic pulsed doppler imaging system
Regulatory Class: 11
Product Code: IYN, IYO, and ITX
Dated: January 9, 2012
Received: January 9, 2012

Dear Mr. Chu:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and we have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of the
Federal Food, Drug, and Cosmetic Act (Act). You may, therefore, market the device, subject to
the general controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice, labeling,
and prohibitions against misbranding and adulteration.

This determination of substantial equivalence applies to the following transducers intended for
use with the E-CUBE 9, as described in your premarket notification:

Transducer Model Number

SC 1-6 L3-12H
C1-6 SP1-5
SVCI-6 E3-10
VC1-6 L3-8
L3-12 5P3-8



If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA), it
may be subject to such additional controls. Existing major regulations affecting your device can
be found in the Code of Federal Regulations, Title 2 1, Parts 800 to 895. In addition, FDA may
publish further announcements concerning your device in the Federal Register.
Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 CFR 1000-1050.

This letter will allow you to begin marketing your device as described in your premarket
notification. The FDA finding of substantial equivalence of your device to a legally marketed
predicate device results in a- classification for your device and thus permits your device to
proceed to market.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
go to http://www.fda.gov/AboutFDA/CentersOffices/CDRH/TCDRH-Offices/ucm 15809.htm for
the Center for Devices and Radiological Health's (CDRH's) Office of Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premarket notification" (21 CFR Part
807.97). For questions regarding th& reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to

http:/wwwfdaov/MedicalDevices/Safety/ReportaProblem/defaulthtrn for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

If you have any questions regarding the content of this letter, please contact Joshua Nipper at
(301) 796-6524.

Snerel

anine M
cting D' ect
ivision f R diological Devices

Office of in itro Diagnostic Device
Evaluation and Safety
Center for Devices and Radiological Health



510(K)-E-CUBE 9

Indications for Use

51 0(k) Number (if known): K1 11864

Device Name: E-CUBE 9

Indications for Use:

The device is intended for use by a qualified physician for the evaluation of soft tissue and blood

flow in the clinical applications: Fetal; Abdominal (renal & GYN/pelvic): Pediatric: Small Organ

(breast, testes, thyroid); Trans-rectal(TR); Trans-vaginal(TV); Musculo-skeletal(ConventiOflal);

Musculo-skeletal (Superficial): Cardiac (adult & pediatric); Peripheral Vascular (PV); and Urology

(including prostate).

Prescniption Use 1/ AND/OR Over-The-Counter Use_____

(Part 21 CFR 801 Subpart D) (Part 21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVD)

5,10K
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S1O(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CUBE 9 Ultrasound System

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

B M PWD CWD Color Power Tissue Combinecr Other-

Doppler Doppler Harmonic (Specify) (Specify)
Imaging

Ophthalmic

Fetal P PP p p p p p

Abdominal _Pi P p p p p p p

lntra-operative (Specify)

Intra-operative (Neuro)

Laparoscopic

Pediatric N NN N N N N N

Small Organ P p p p p N P
(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-rectal p p p p p p

Trans-vaginal P T P p - p p

Trans-urethral

Trans-esoph. (non-Card.)

Musculo-skeletai

(Conventional)N

Musculo-skeletal

(Superticiai) .-

Intravascular

CardiacAdult p p p N p p p p

Cardiac Pediatric N N N N N N N N

Intravascular (Cardiac)

Trans-esoph. (Cardiac)

Intra-cardiac

Peripheral vessel_ _ P P p p p N P

Urology (including prostate) N.N N N N N N

N = new indication: P =previously cleared by FDA: E = added under appendix

Combined: B/Color Doppler, B/PWD, B/Color Doppler/PWD; -Other: 3D, 40

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OLVO)

Offic ofN Vitro Diagrostic Device Evaluation and Safety

510K -K4 2,06 to____________



510(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CUBE 9 with SCI-6 Transducer
Intended Use: Diagnostic ultrasound imaging br fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

B M PWD CWD Color Power Tissue Combined* Other

Doppler Doppler Harmonic .(Specify) (Specify)

Imaging

Ophthalmic

Fetal. P P P P p p P

Abdomrinal P P p P p P

Intra-operative (Specify)

Inra-operative (Neuro)

Laparoscopic

Pediatric N N N N N N N

Small Organ

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-soph. (non-Card.)

Musculo-skeletal

(Conventional)

Musculo-skeletal
(Supeficial)

Intravascular

Cardiac Adult

Cardiac Pediatric

Intravascular (Cardiac)

Trans-esoph. (Cardiac)

Intra-cardiac

-Peripheral vessel ____

Urology (including prostate) N N N N N N N

N = new indication: P = previously cleared by FDA; E =added under appendix

Combined: 8/Color Doppler, BIPWD, B/Color Doppler/PWD; **Other: 3D, 4D

(PLEASE DO NOT WRITE BELOWTHIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVO)

Prescripti n Usr (Per 21 CFRB01,109)

v Ii1 to 7M Co, Ld. 
E-3

\\ Dision of'adi logical Devices
Office of frit o as evice Evaluation end Safety

510Kji L



510(K)-E-CUBE 9

Diagnostic Ultraso~ind Indications for Use Form

E-CUBE 9 with C1-6 Transducer

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

B PD CW olr Power Tissue Combined* Other

Doppler Doppler Harmonic (Specify) (Specify)

Ophthalmic

Fetal P P P p p pP

Abdominal P P pP P P P

Intra-operative (Spedify) ____

Intra-operative (Neuro)

Laparoscopic

Pediatric N N N N N N N

Small Organ

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.)

Musculo-skeletal-

(Conventional)

Musculo-skeleta-

(Superficial)

Intravascular

Cardiac Adult

Cardiac Pedatric

Intravascular (Cardiac)

Trans-esoplv (Cardiac)

Intra-cardiac

Peripheral vssel

Urology (Including prostate) jN NHN N NN

N = new indication; P = previously cleared by FDA: E = added under appendix

Combined: B/Color Doppler. B/PWD, B/Color DopplerlPWD: -other: 3D, 4D

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVD)

PrescVN ULser (Per 21 CFR 801.109)

e A P1 I1 EDIC L YSTEMS Co., Ltd. E-4

O~~N son ofA ogical Dev~ices
InVR 'Mt Dvc Evaton and Safety

510KM0



510(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CUBE 9 with SVCI-6 Transducer

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

IS M PWD CWD Color Poe Tissue Combined* Other-

Doppler Doppler Harmonic (Specify) (Specify)

Imaging

Oiphthalm-c

Fetal p P Pp Pppp

Abdominal P P P p p p p p

lntra-ciperative (Specify)

Intra-operatve (Neuro)

Laparoscopic

Pediatric N N N N N N N N

Small Organ

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.)

Musculo-skeletal

(conventional)

Musculo-sketetal

(SuperficiaOl
intravascular

Cardiac Adult

Cardiac Pediatric

Intravascular (Cardiac)

Trans-esoph. (Cardiac)

Intra-cardiac

Peripheral vessel

Urology (including prostate) N N N N N N N

N = new indication: P = previo usly cleared by FDA: E =added under appendix

-Combined: BIColor Doppler, B/PWO, BIColor DopplerlPWD: **Other: 3D, 4D

(PLEASE DO NOT WR ITE BELOW TH IS LIN E-CONTIN UE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVD)

Offi Vitro0 Diagnostc Device Evaluaton and Safety-

51K 0 (0



51O(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CUBE 9 with VCI1-6 Transducer

intended use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows.

ClinicalApplication Mode of Operation

BW M PWD CWD Color Power -Tissue -Combined* Other

Doppler Doppler Harmonic (Specify) (Specify)

Imaging

Ophthalmic

Fetal p P P p p5 P - P

Abdominal pP Pp ppp p

Intra-operative (Specfy) -

Intra-operative (Neuro)

Laparoscopic

Pediatric N N N N N N N N

Small Organ

(breast, testes, thyroid) ____

Neonatal Cephalic

Adult Cephalic ____

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.)

Musculo-skeletal

(Conventional)

Muscuo-keletal

(Superficial)

Intravascular

Cardiac Adult

Cardiac Pediatric

Intravascular (Cardiac)

Traris-esoph. (Cardiac)

Intra-cardiac

Peripheral vessel______

Urology (including prostate) N N IN N 4N -

N =new indication: P = previously cleared by FDA; E added under appendix.

-Combined: B/Color Doppler B/PWD, B/Color DoppierIPWD; *Other: 3D, 4D

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVD)

Office i Desi D evic Evluation end Safety

'510K r



S1O(K)-E-CUBE 9

Diagnos tic Ultrasound Indications for Use Form

E-CUBE 9 with L3-12 Transducer

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation ____

B M PWD CWD Color Power Tissue Comnbined* Other-

Doppler Doppler Hroi (Specify) (Specify)

OphthFM-1cimaging

Fetal

Abdominal

Intra-operative (Specity)

Intra-operative (Neuro) _____ _____

taparoscopic

Pediatric N N N N N N N

Small Organ p p P p P

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic ____

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.)

Mu scuo-s k eletal P

(ConvefltiOflal

Musculo-skletal P

(Superficial)

I ntravascular

Cardiac Adult

Cardiac Pedatric

Intravascular (Cardiac)

Trans-esoph. (Cardiac)

Intra-cardiac

Peripheral vessel P P P - pJ PT - NP

urology (including prostate) _______

N = new indication; P = previously cleared by FDA: Eadded under appendix

*Combined: EIColor Doppler, SIPWD, B/Color DopplerIPWD: **Other: 3D. 4D

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVD)

Office Ioiagniosttc Oa ice Evaluation and Safety

510K



51O(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CUBE 9 with L3-12H Transducer

intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows.

ClinicalApplicatofl Mode of Operation ____ ____

B M PWD CW5ID Coior Power Tissue Combined* Other

Doppier Doppler Harmonic (Specify) (Specify)

Imaging

Ophthalmic _____

Abdorminal _____ ____

Intra-operative (Specify) ___ ____

Intra-operative (Neuro)

Laparoscopic

Pediatic NN N N N N

Small Organ p P p P P

(breast, testes, thyroid) _____

Neonatal Cephalic ___ ____

Adult Cephraic-

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.)

Muscuto-skeletal P PP PP

(Conventiona)

Musculo-skeletal P

(Superficial)_____ ____

intra-cardiac

Urldicldinrostte

Nnew idtcuatin = r evosy laedb DA addune ppni
- Combined ".oo)opeBP'',BClrDplrlW;~te:3,4

PL a DOcNTWIE BLWTI)IECNINEO NTE AEI EDD

Cocrec ofCROfc 
f nVtoDanstcDvcs(ID

O~l in froDagn~ostic Deviac)lainedSft

P h l



S1O(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CUBE 9 with SPI1-5 Transducer

intended Use: Diagnostic ultrasound imag ing or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation _____

B M PWD CWD -Color Power Tissue Combined- Other-

Doppler Doppler Harmonic (Specify) (Specify)

Imaging

Ophthalmic

Fetal

Abdominal - P -P Pp - -p - p - p

Intra-operative (Specify)

Intra-operatve (Neuro) ___

Laparoscopic

Pediatric N N N N N N N

Small Organ

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral.

Trans-esoph, (non-Card.)

Mvu sculoskelea[

(Conventional)
Musculo--skeletal

(Superficial)

Intravascular

Cardiac Adult P P P N P P P P

Cardiac Pediatric

Intravascular (Cardiac)

Trans-esopit (Cardiac)

Intra-cardiac

Peripheral vessel _____

Urology (including prostate)
N =new indicat ion5P=previously cleareadby FDA: added under appendix

Combined: B/Color Doppler, BIPWD, B/Color DopplerlPWD: **Other: 3D, 4D

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH; Office of In-Vitro Diagnostic Devices (OLVO)

Pliefnt noalchotin EvUsea(eeo2na LCCFM 80.19

510KF



*51O(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Form

E-CULBE 9 with E3-1O Transducer

Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

B M PWO CWD Color Power Tissue Cdombined* Other-

Doppler Doppler Harmonic (Specify) (Specify)

Imaging

Ophthalmic

Fetal

Abdominal

Intra-operative (Specify)
Intra-ciperative (Nauo)-

Laparoscopic

Pediatric

Small Organ

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephai

Trans-rectal P P P P P P

Trans-vaginal P P p P P p

Trans-urethral

Trans-esoph. (non-Card.)

Musculo-sKeletal

.(ConventiOna/)

Musculo-skeletal

(Supefficial)

Intravascular ______ ______

Cardiac Adult

Urology (Mndudin g Prostate) N N N N N N

N = new indication; P = previously clere by FDA: E added under appendix

Combined: B/Color Doppler, EIPWD. B/Color Doppei WD *Other: 3D, 4D

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OI\/D)

Office~ ~ ~ ~~o ofe (P 21t Digotc * alainadSfety

Prsrpio1sr(Pr20KR8119



51O(K)-E-CUBE 9

Diagnostic Ultrasound Indications for Use Forrti

E-CULBE 9 with L3-8 Transducer
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

B M PWD CWD Color Power Tissue Combined* Other-

Doppler Doppler Harmonic (Specify) (specify)

Imaging

Ophthalmic

Fetal

Abdominal

Intra-operative (Specify)

Intra-operative (Neuro)

La p arosco pic

Pediatric N N N N NN

Small Organ N N N N NN
(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card. I_____ ____

Musculo-sketetalN NN
(Conventional)

Musculo-skeletal N N N NN

(Superficial)
IntravascularNN

cardiac A-dult

Cardiac Pediatric

Intravascular (Cardiac)

Trans-esoph. (Cardiac)

Intra-cardiac

Peripheral -vessel NoNN N N

Urology (including prostate) ____ __________ ____

N = new in-dtion;P = previously cleared by FDA; E = added under appendix

-Combined: B/Color Doppler B/PWD. B/Color Doppler/PWD: **Other: 3D, 4D

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of In-Vitro Diagnostic Devices (OIVD)

Prescription User (Per 21 CFR 801.I09)

Offie ' Diagnostic Device Evaluation and Safety

510K



S1O(K)-E-CUJBE 9

Diagnostic Ultrasound Indications for Use Form

E-CULBE 9 with SP3-8 Transducer
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Clinical Application Mode of Operation

B M PWD CWD Color Power Tissue Combined* Other

Doppler Doppler Harmonic (Specify) (Specify)

Imaging

Ophthalmic

Fetal

Abdominal N N N N N N N

Intra-operative (Specify)

Intra-operative (Neuro)

Laparoscopic

Pediatric N N N N N N N

Small Organ

(breast, testes, thyroid)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-osoph. (non-Card.)

Musculo-skeletal

(Conventional)

Musculo-skeletal

(SupefficiaJ)

Intravascular

Cardiac Adult

Cardiac Pediatric N N N N N N N N

Intravasc-ular _(Cardiac)

Trans-esoph. (Cardiac)

lntra-cardiac

Peripheral vessel

Urology (incuding prostate)

N = new indication; P =previously cleared by FDA: E = added under appendix

Combined: B/Color Doppler, BIPWD, 8/Color Doppler/PWD: **Other: 3D, AID

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of GDRH, Office of In-Vitro Diagnostic Devices (OIVO)

Prescription User (Per 21 CFRSO01. 109)

510K ik~8noslc Dvice Evaluation and Safety


